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1 For help installing your hardware, refer to the GPIB Hardware Guide (available on the CD through View Documentation).
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Go to ni.com/support for the most current manuals, examples, and troubleshooting information. For telephone support in the

United States, create your service request at ni.com/ask and follow the calling instructions or dial 512 795 8248.

For telephone support outside the United States, contact your local branch office:

Australia 61 2 9672 8846, Austria 43 0 662 45 79 90 0, Belgium 32 0 2 757 00 20, Brazil 55 11 3262 3599, Canada (Calgary) 403 274 9391,

Canada (Montreal) 514 288 5722, Canada (Ottawa) 613 233 5949, Canada (Québec) 514 694 8521, Canada (Toronto) 905 785 0085,

Canada (Vancouver) 514 685 7530, China 86 21 6555 7838, Czech Republic 42 02 2423 5774, Denmark 45 45 76 26 00,

Finland 385 0 9 725 725 11, France 33 0 1 48 14 24 24, Germany 49 0 89 741 31 30, Greece 30 2 10 42 96 427, Hong Kong 2645 3186,

India 91 80 4190000, Israel 972 0 3 6393737, Italy 39 02 413091, Japan 81 3 5472 2970, Korea 82 02 3451 3400, Malaysia 603 9059 6711,

Mexico 001 800 010 0793, Netherlands 31 0 348 433 466, New Zealand 64 09 914 0488, Norway 47 0 32 27 73 00,

Poland 48 0 22 3390 150, Portugal 351 210 311 210, Russia 7 095 238 7139, Singapore 65 6 226 5886, Slovenia 386 3 425 4200,

South Africa 27 0 11 805 8197, Spain 34 91 640 0085, Sweden 46 0 8 587 895 00, Switzerland 41 56 200 51 51, Taiwan 886 2 2528 7227,

United Kingdom 44 0 1635 523545

National InstrumentsTM, NITM, NI-488.2TM, and ni.comTM are trademarks of National Instruments Corporation.

Product and company names mentioned herein are trademarks or trade names of their respective companies.

For patents covering National Instruments products, refer to the appropriate location:
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NNNNOOOOTTTTEEEE Windows NT users first need to configure the GPIB interface. Click on Configure your

GPIB interface.


	Getting Started with AT-GPIB, NEC-GPIB, PCI-GPIB, PXI-GPIB
	Step 1...Insert CD
	Step 2...Shut Down
	Step 3...Install Hardware
	Step 4...Run NI-488.2 Getting Started Wizard
	Support

